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Dual Mode Microwave Microfluidic Sensor for
Temperature Variant Liquid Characterization
Ali A. Abduljabar, Nicholas Clark, Jonathan Lees, and Adrian Porch
Abstract— A dual mode, microstrip, microfluidic sensor was
designed, built, and tested, which has the ability to measure a
liquid’s permittivity at 2.5 GHz and, simultaneously, compensate
for temperature variations. The active liquid volume is small,
only around 4.5 µL. The sensor comprises two quarter ring
microstrip resonators, which are excited in parallel. The first
of these is a microfluidic sensor whose resonant frequency and
quality factor depend on the dielectric properties of a liquid
sample. The second is used as a reference to adjust for changes
in the ambient temperature. To validate this method, two liquids
(water and chloroform) have been tested over a temperature
range from 23 °C to 35 °C, with excellent compensation results.
Index Terms— Dielectric measurement, microwave microfluidic
sensor, temperature sensor.
I. INTRODUCTION
CHARACTERIZATION of a liquid’s dielectric propertiesusing microwave techniques, quantified by its complex
permittivity, has many advantages over other methods. These
include low cost, noninvasiveness, high speed (effectively real
time), and the ability to be miniaturized, so opening up lab-
on-chip applications. Much research has been undertaken in
the general area of liquid characterization. For example, a
microfabricated microwave resonator is proposed [1] for the
characterisation of liquids in biochemical applications, where
nanoliter volumes of aqueous solutions have been located on
the top surface of the planar resonator. A microwave microflu-
idic sensor inspired by metamaterial concepts [2] comprises a
complementary split-ring resonator with a microchannel con-
taining the liquid under test. Split-ring resonators fabricated
using silver-coated copper wire for microwave microfluidic
sensing have been presented in [3]. A microstrip split-ring
resonator sensor, this time with two gaps, has been described
in [4] to characterize the dielectric properties of common
solvents within a microfluidic environment.
The two-gap microwave sensor was applied in [5] character-
izing the dielectric and kinematic properties of a microfluidic
segmented flow, including segment volumes and velocities.
A very sensitive and tunable radio-frequency circuit was
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presented in [6] for characterizing the dielectric properties
of aqueous solutions, where two quadrature hybrids are used
for destructive interference to eliminate the presence of the
probing signals at the two measurement ports. A highly
sensitive sensor for precise permittivity change detection of
liquids was presented in [7] based on a planar half-wavelength
microstrip line resonator beneath a microfluidic container.
A coaxial resonator method was used in [8] that utilized the
spatial separation of the electric and magnetic field antinodes
(by quarter of a wavelength) for simultaneous measurement
of the permittivity and permeability of liquid systems within
a small quartz capillary.
However, a common problem in all of these microwave
microfluidic sensors is the adverse effect of temperature vari-
ation, as the liquid permittivity is often very sensitive to
temperature changes (water being a prime example) which
yields inaccurate measurements involving large systematic
errors. Several works have focussed on solving this prob-
lem. In [9], the error frequency shift of a resonator due to
temperature dependence of the sample’s dielectric properties
was determined by using reference measurements in which the
resonator does not need cooling. Another idea was proposed
in [10] and [11], where an unperturbed mode can be used
to assess and correct for very small temperature changes.
However, there is still a small influence of the sample on this
mode, which complicates the correction process.
A new, versatile sensor is proposed in this paper whose
novelty lies in it having a reference resonator, spectrally
separated from the measurement mode. Its reference resonant
frequency is insensitive to the presence of the dielectric
sample, more so than the aforementioned case [10], [11] and
so can be used to monitor the temperature changes and hence
to adjust (“calibrate”) the dielectric measurements accordingly.
Such separation of the spectral responses of the measurement
and reference sensors is accomplished by the design, which
uses different resonators for each function, while allowing
for simultaneous excitation. The block diagram of the sensor
is shown in Fig. 1, which illustrates the principle of using
the two resonators; one is for liquid sample characterization
(i.e., of a liquid in a capillary), the other for temperature
calibration. We restrict our experimental temperature range to
23 °C to 35 °C, typical for lab-on-chip applications at “room
temperature.”
The rest of this paper is arranged as follows. In Section II,
the relevant microwave theory and concepts, the temperature
dependence of liquids and the microstip resonators adopted,
and use of a LabVIEW interface for data collection are pre-
sented. We label this type of sensor “DMS,” i.e., a dual-mode
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Fig. 1. Schematic of the DMS using two resonators.
Fig. 2. Schematic of the dual mode microstrip sensor DMS inside its
aluminum package.
mircostrip sensor. Descriptions of the DMS design, COMSOL
simulation, and fabrication are presented in Section III. The
experimental results are shown and discussed in Section IV,
with final conclusions and future ideas presented in Section V.
II. THEORY AND CONCEPTS
A. Resonance Perturbation
A quarter ring microstrip resonator is adopted for the DMS
sensor, as shown in Fig. 2. In this structure, the electric field
energy is stored predominantly in the dielectric substrate.
If the sample capillary is filled with a liquid sample and is
inserted within the dielectric at the microstrip’s end (as shown
in Fig. 2), a material-dependent perturbation will occur which
causes a downwards shift  f in the resonant frequency f
and reduction in the unloaded quality factor Q [12]. Since the
sample axis is aligned perpendicular to the applied electric
field, the observed perturbations on the microstrip resonator
are small and so we can apply first-order perturbation the-
ory [3] to understand how the sample affects the resonator
 f = f1 − f0 ≈ − f0 Re
(
p E∗0
4U
)
(1)

(
1
Q
)
= 1Q1 −
1
Q0
≈ −QQ20
≈ −Im
(
p E∗0
2U
)
. (2)
Here, the subscripts “0” and “1” refer to the cases when the
capillary is empty and filled with liquid, respectively.  p
is the change in dipole moment of the capillary when filled
with liquid, E0 is the applied electric field, and U is the
time averaged stored energy of the resonant mode. A direct
link can be made between p and the complex permittivity
of the liquid [4], thus enabling permittivity to be extracted
from simultaneous measurements of f and Q, corrected for
temperature using the reference mode of the DMS.
B. Temperature Dependence
Changes in ambient temperature will affect both resonant
frequency and Q of a resonant microstrip line, in addition
to the dielectric properties of the liquid under investigation.
Considering the latter quantity first, for polar liquids such
as those in our study, the complex permittivity at a certain
frequency f is well-described by the Debye model [13]–[15]
ε( f ,T ) = ε∞(T )+εs(T )−ε∞(T )1+ j2π f τ (T ) (3)
ε( f ,T ) = ε1( f ,T )− jε2( f ,T ) (4)
where εs and ε∞ are the values of permittivity in very
low (ωτ  1) and very high (ωτ  1) frequency limits,
respectively, and τ is the dielectric relaxation time. T is the
temperature. As temperature increases, both real and imagi-
nary parts of the liquid permittivity decrease with temperature.
The impact on the microstrip resonator [via (1) and (2)] is
two-fold. There will be an increase in the resonant frequency
(associated with a reduction in the dipole moment of the
sample) and an increase in Q owing to the reduced loss.
Consider next the effects of increased temperature on the
empty (host) microstrip resonator. The resonant frequency
is related to the length of the strip by the approximate
relationship [16]
f = nc/2l√εeff (5)
where l is the line length and n is the integer mode number (we
use n = 1 here), and εeff is the effective dielectric constant
of the substrate. The longitudinal thermal expansion of the
substrate will decrease f to first order in  T. Although line
width does not appear in (5), an increased width will also cause
a reduction in f due to an increase in εeff . These decreases in f
will be offset by increases due to the substrate thickness and
also the temperature dependence of the relative permittivity
of the substrate εr , both of which cause reductions in εeff .
We neglect any contribution from the change in metallisation
thickness, which is a second-order effect. We next quantify
these different contributions.
The change in the microstrip length l with temperature is,
to first order in changes in temperature [17], [18]
l = lαlT (6)
where αl is the linear thermal expansion coefficient. This
material property is anisotropic for microwave circuit board
(such as the RT/Duroid 5870 used in our experiments) owing
to the metal cladding, metals having a much smaller thermal
expansion coefficient than plastics. The datasheet quotes αl of
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approximately + 25 ppm/ °C for in-plane expansions of the
laminate, but + 173 ppm/ °C perpendicular to the plane. The
increase in length with increasing temperature introduces a
small frequency decrease, but more important is the reduction
in effective permittivity in (5) caused by the dual effects
of increased substrate thickness and temperature-dependent
relative permittivity εr of the substrate [19]–[21]. Analogous
to (6), we may write its change with temperature
εr = εrαeT (7)
where αe is −115 ppm/ °C (for RT/Duroid 5870). The com-
bined effects of increased length, increased substrate thick-
ness and decreased substrate permittivity result in an overall
temperature coefficient for the resonant frequency of the
microstrip resonator (made from RT/Duroid 5870 laminate)
of approximately +75 ppm/ °C, i.e., a frequency shift of
approximately +180 kHz/ °C for a 2.5 GHz resonator, in
broad agreement with experiment (around +120 kHz/ °C). This
temperature variation is a significant systematic measurement
error but is eliminated when using our reference resonator.
Finally, we note that an increased temperature will also
decrease the Q factor of the empty microstrip, as a result of
an increased surface resistance of the copper cladding (as its
conductivity has reduced) and increased loss tangent of the
substrate. We do not quantify this effect here, but note that it
will produce major systematic errors for the measurement of
low loss liquids, whose loss actually decreases with increasing
temperature, opposite to the trend due to the other materials
making up the microstrip. However, we can again account for
this systematic error in Q factor (or bandwidth) measurement
by the use of our reference resonator.
C. Use of COMSOL Multiphysics for EM Simulations
3-D simulations of the fundamental electromagnetic interac-
tions of the liquids with the microwave fields were performed
using COMSOL Multiphysics 4.4, including S-parameter
calculations. This involves numerical solution of the wave
equation in the frequency domain
∇×μ−1r (∇×E¯) − k20
(
εr − jσ
ωε0
)
E¯ = 0 (8)
where μr is the permeability, εr the permittivity, and σ the
electric conductivity of the materials; ε0 is the permittivity of
free space, k0 is the wave number in free space, and ω the
angular frequency. The impedance boundary condition is used
for the copper surfaces of the resonator, the ground plane, and
the inner surfaces of the aluminum box (enclosing the device)
in order to consider the copper and aluminum losses. The
simulation boundary is the inside surface of the aluminum box.
Microwave signals were coupled in and out of the resonator
using coaxial (SMA) ports. The complex permittivities of
chloroform and water were described in the simulation by
using their predicted values from Debye theory. Table I lists
the various properties of the materials used in the COMSOL
simulations.
Fig. 3. Photograph of the fabricated sensor with three ports.
TABLE I
MATERIAL PROPERTIES USED IN THE SIMULATION AT 25 °C
D. LabVIEW Interface
As has been described, in order to obtain dielectric measure-
ments, accurate measurements of the resonator Q and resonant
frequency are required. Instrument noise is minimized by
extracting resonator parameters from the coefficients of a fitted
Lorentzian curve to measured power transmission coefficient
in the frequency domain. The power transmission coefficients
between ports 1 and 2, or between 1 and 3, can be written
generally as
∣∣S21,31∣∣2 = 4g
2
(1 + 2g)2+4Q2o
( f − f0
f0
)2 = P0
1+4Q2L
( f − f0
f0
)2
(9)
where g is the coupling coefficient. The resonators are
designed so that this is equal, i.e., symmetric, at each port,
f0 is the resonant frequency and Po is the power trans-
mission coefficient at resonance. This sets the relationship
between the loaded and unloaded Q as QL = Qo(1 −
√
Po).
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Fig. 4. Measured and simulated S-parameters of the sensor with empty,
chloroform, and water filled capillary. (a) |S21| and |S31|. (b) |S11|.
Furthermore, this method is often regarded as the most accu-
rate for low SNR, as is the case here with low resonator Q,
unlike a marker-based bandwidth approach using data taken
directly from the network analyzer.
A program was created in LabVIEW to interface with the
network analyzer and simultaneously measure S21 and S31.
The curve fitting procedure, also implemented in LabVIEW,
utilizes the Levenberg-Marquardt algorithm to find a fit which
minimizes the mean squared error between the data and fit.
In an environment where the temperature is changing, it
is important that frequency sweep times are minimized in
order to reduce the effect of a changing resonant response
during the sweep. This requirement necessitates the reduction
of the number of frequency points in the sweep, which in
turn requires the reduction in measurement span in order to
Fig. 5. Electric field distribution (in V/m) on the cross section of the end
of the sensing resonator of the sensor, generated by a COMSOL simulation
with (a) empty capillary, (b) chloroform-filled capillary, and (c) water-filled
capillary.
maintain accuracy. Therefore, the measurement program was
designed to continually adjust the measurement window to
track the resonance peak.
III. DESIGN AND REALIZATION
The DMS design is based on the idea of two microstrip
resonator sensors excited simultaneously (and in parallel) with
one input port. The first sensor is used to characterize the
liquid sample and the second one is dedicated to determine
the change in the ambient temperature, since the liquid and
all resonator elements (copper and dielectric dimensions, and
material properties) are functions of temperature. A quarter
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TABLE II
DIMENSIONS OF THE SENSOR SHOWN IN FIG. 3
(ALL DIMENSIONS ARE IN mm)
ring microstrip line is adopted for the design of the sensor,
which is a half wavelength resonator with open circuit ends
(at which the electric field will be a maximum). The effec-
tive permittivity εeff can be calculated used standard means
(e.g., LineCalc, within Keysight’s ADS software). The res-
onators were mechanically milled from an RT/Duroid 5870
laminate (Rogers Corporation), with a dielectric layer of nomi-
nal thickness of 3.18 mm, relative permittivity of 2.33 ± 0.02,
loss tangent of 0.0012, and a copper cladding of thickness
35 μ m. All of the milled resonator dimensions are listed
in Table II.
In order to avoid undesirable field coupling between the
two resonators [24], they were designed to have two different
resonant frequencies (2.53 GHz for the liquid loaded resonator,
with the reference resonator at 2.65 GHz, i.e., 120 MHz
difference between them). This was done by making them
slightly different lengths, as shown in Fig. 3 and Table II. This
minimizes any interference between them when liquid sample
is under test, and brings the frequency of the loaded resonator
into the range 2.45 to 2.50 GHz, i.e., one of the industrially
important IMS bands. The coupling gap d of 1.6 mm was
chosen for a −10 dB insertion loss at resonance, providing
a large signal to noise ratio for S21 measurements, without
excessive loading of the cavity due to strong coupling.
The position of the capillary was chosen to be between the
end of the microstrip line resonator and the ground through the
dielectric, as shown in Fig. 2, to obtain maximum perturbation
of the resonator as the electric field will be highest there.
A duct of dimensions 2 mm × 2 mm × 50 mm was milled
on the back side of the microstrip board to hold the capillary
and then the duct was finally layered by copper sheet. A soda
glass capillary (SAMCO) with inner radius of 0.7 mm, outer
radius of 1 mm, and relative permittivity of 3.8 is used to hold
the liquid.
We note that several approaches have been used elsewhere
to increase the Q factors of the resonators, which helps to
increase the sensitivity of the sensor, all of which can be
applied to our sensor. Very effective is the generation of
negative resistance [25] in a passive ring resonator enabled
by an active feedback loop, which compensates for the loss of
the resonator and hence increases its quality factor greatly.
In our work, the microstrip resonator board was set inside
a rectangular cavity (an aluminum box), which increases the
quality factor from 80 to 360 by reducing the radiation loss
from the structure. This is close to the optimal Q expected for
the resonators, given the loss tangent of the substrate and the
surface resistance of the copper conductors, each of which give
a dielectric and conductor Q of about 800 each, resulting in an
overall Q of around 400. The size of the cavity was designed
Fig. 6. Photograph the bench-top experimental assembly. The Sensor is
put inside a computer-controlled oven and connected to an Agilent PNA-L
N5232A network analyzer under LabVIEW program control.
to be small enough so that its own resonant frequencies were
much larger than the resonant frequencies of the sensor to
avoid the interference between them. The microstrip board was
fixed on the bottom of the box by four metal screws, as shown
in Fig. 2, and the capillary was inserted into the microstrip
board through the holes in the outer rectangular cavity. SMA
connectors were connected to the sensor via the box to connect
to the network analyzer. COMSOL Multiphysics simulations
were performed for the sensor with empty, chloroform filled,
and water filled capillaries at nominally 25 °C.
The complex permittivities of the liquids (water and chlo-
roform) are assumed to have real and imaginary parts which
are well described by Debye theory [15]. Values of the Debye
parameters for water and chloroform at an ambient tempera-
ture of 25 °C were taken from [22] and [23]. The simulated and
measured results are illustrated in Fig. 4, showing excellent
agreement between the two.
The distribution of the electric field on the cross section
of the coupling end of the sensing resonator is illustrated
in Fig. 5, which was performed by using COMSOL Multi-
physics. Fig. 5 shows three cases: empty capillary, chloroform-
filled capillary, and water-filled capillary. In the case of the
empty capillary, the electric field concentrates between the
edges of the resonator and coupling strips, and the top of
the capillary when excited at the 2.517 GHz resonant fre-
quency. The presence of the chloroform in the capillary at
its resonant frequency of 2.510 GHz, as shown in Fig. 5(b),
increases the intensity of the electric field at the polar regions
outside of the capillary. For a water-filled capillary at its
resonant frequency of 2.494 GHz, the electric field is strongly
concentrated between the edges of the resonator and the
capillary, much more than in the two previous cases. The
electric field magnitude inside the capillary is much less than
that outside, due to the highly polar nature of water, causing
a large reduction (depolarisation) of the internal field.
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Fig. 7. Port 2 measurements of the reference resonator with temperature,
when the sensor resonator contains empty, chloroform, and water filled
capillaries. (a) Resonant frequency. (b) Quality factor.
IV. RESULTS AND DISCUSSION
To verify the sensor performance a temperature scan was
applied. A computer-controlled oven with fine temperature
control to ± 0.1 °C (Memmert, IPP 400) was used to heat the
sensor from 23 °C to 35 °C. The rise time was set to be very
long (5 h) to ensure approximate thermal equilibrium among
all parts of the sensor, capillary, and the liquid. The bench-
top assembly of the sensor inside the oven, with network
analyzer with control computer (running the LabVIEW control
program) is shown in Fig. 6. As the sensor has three ports (one
for input and two for outputs), a four port PNA-L N5232A
network analyzer (Agilent technologies) was used to measure
the S-parameters (S11, S21, S31) of the sensor as functions of
temperature. Microwave power levels were −10 dBm, so there
was negligible microwave heating of the capillary contents.
The LabVIEW program also collects temperature measure-
ments from a platinum resistance thermometer mounted, on
the microstrip ground plane by means of a small fixing screw.
As shown in Fig. 7(a), when the microwave measurement
was taken from port 2 (the reference port) when undertaking
the temperature sweep, the resonant frequency was found
to increase with temperature. This behaviour is explained
in Section II-B, as the effect of the thermal expansion of the
substrate thickness with temperature is dominant over all other
parameters (copper thermal expansion and the temperature
coefficient of the dielectric constant of the substrate). More-
over, the microwave losses increase with increasing tempera-
ture, as shown in Fig. 7(b). This is due to first-order increases
Fig. 8. Port 3 S21 measurements with temperature for empty, chloroform,
and water sample. (a) Resonant frequency. (b) Bandwidth. (c) Quality factor.
in the surface resistance of the copper and loss tangent of the
substrate, in addition to the changes in dielectric property of
the liquid, more details of Fig. 7(b) are illustrated at the end
of this section.
The overall loss (i.e., bandwidth) of the water-loaded
microstrip decreases with increasing temperature since the
water dielectric loss dominates, and from the Debye model
this decreases with increasing temperature. Chloroform, on the
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Fig. 9. Change in the fractional resonant frequency with temperature
(a)  f/f of both resonators (ports 2 and 3) and (b)  Q/Q of both resonators
(ports 2 and 3).
other hand, is much less lossy than water, so in this case the
microstrip losses dominate, thus explaining the opposite trends
for the two liquids observed in Fig. 8.
Comparatively, the changes in resonant frequency measured
from port 3 when the capillary was empty were very similar to
those from port 2 (for the sensor resonator), with some minor
differences as the structures are not identical, e.g., due to the
present of the duct in one, as shown in Fig. 7(a). The resonant
frequency of the reference resonator (port 2) at 23 °C was
2.6436 GHz, and at 35 °C was 2.6449 GHz, meaning that the
shift in the resonant frequency was +1.3 MHz. In the case of
the empty capillary resonator (port 3), the resonant frequencies
at 23 °C and 35 °C were 2.5168 and 2.5183 GHz, respectively,
and the shift in this case was slightly higher (+1.5 MHz).
The sensor then was tested with two liquids: chloroform
(weakly polar) and water (strongly polar). The change in
the resonant frequency, 3 dB bandwidth, and quality factor
with temperature from port 3 with a chloroform filled cap-
illary is shown in Fig. 8. The shift in resonant frequency
over the range of temperature sweep is about +1.91 MHz.
There are also changes in the bandwidth and quality factor.
In the case of water, the shifts in resonant frequency, losses,
bandwidth, and quality factor will be larger, as illustrated
in Fig. 8. The resonant frequency increased from 2.4961 GHz
at 23 °C to 2.4983 at 35 °C, a shift of + 2.2 MHz.
Fig. 10. Port 3 corrected measurements with temperature for the water
sample. (a) Resonant frequency. (b) Quality factor.
The resulting fractional changes in resonant frequencies of
both resonators (ports 2 and 3) with temperature are shown in
Fig. 9(a). Moreover, Fig. 9(b) shows the change in the frac-
tional quality factor with temperature between the reference
resonator (port 2) and that of an empty capillary (port 3). The
results can be approximated by a linear relationship, useful for
the temperature correction.
All these results demonstrate the need to know precisely
the effect of instantaneous temperature on both the liquid
permittivity and all other materials, in order to calibrate the
measurements. The reference channel (port 2) can then provide
the information about temperature which can be used to obtain
accurate, corrected values of the liquid permittivity.
The temperature correction of the results proceeds by
removing the changes in the resonant frequency and quality
factor arising from the changes of temperature on all parts of
the resonator except the liquid sample. The changes in resonant
frequency and quality factor for all parts of the resonator
(except the liquid) can be found from the measurements at
port 2 (the reference resonator). The key point here is that
the contribution to the fractional frequency shift  f/ f due to
temperature changes is the same for both resonators and so
can be deduced from measurement of the reference resonator.
As shown in Fig. 9(a), the approximate relationship between
 f / f of the reference resonator (port 2) and  f / f of the
empty capillary (port 3) can be easily found as
 f/ f empty(port3) = K f • f/ f ref(port2) (10)
where K f is constant which can be calculated from Fig. 9(a)
(K f = 1.15). Similarly, as shown in Fig. 9(b), the change
in the quality factor Q (or equivalently, changes in 3 dB
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Fig. 11. Port 3 corrected measurements with temperature for the chloroform
sample. (a) Resonant frequency. (b) Quality factor.
bandwidth, since changes in Q are small) of the reference
resonator (port 2) and that for the empty capillary (port 3) can
be linked by
Q/Qempty(port3) = KQ•Q/Qref(port2). (11)
In this case KQ = 1.60. From (10) and (11), the resonant fre-
quency and the quality factor in the case of the empty capillary
of port 3 can be found instantaneously from the measurements
of port 2 as function of temperature. To demonstrate how
temperature drifts can result in large errors in extraction of
complex permittivity, we assume room temperature (25 °C)
as the reference temperature to calibrate our results. Then the
changes in the resonant frequency and quality factor of the
empty capillary as function of temperature of port 3 can be
found as
 f (T ) = f (T ) − f (25o) (12)
Q(T ) = Q(T ) − Q(25o). (13)
The corrected values of the resonant frequency and the qual-
ity factor (for water or chloroform) will be the instantaneous
measurements minus the values of  f (T ) and Q(T ) of the
empty capillary, respectively, using
fcorrected = fmeasured− f (T ) (14)
Qcorrected = Qmeasured−Q(T ). (15)
The corrected results (resonant frequency and quality factor)
for water and chloroform are shown in Figs. 10 and 11,
respectively, where the effect of temperature on the resonator
parts (except the liquid sample) was removed. An optimization
Fig. 12. Temperature dependence of the complex permittivity of chloroform
measured using a cylindrical cavity at 2.5 and 5.7 GHz. (a) Real part.
(b) Imaginary part.
routine is used to calculate the complex permittivity of the
samples, which is based on the matching of the simulated
and experimental results [4], [5], [10]. In this, rather than
using the approximate perturbation analysis, we use the full
COMSOL model to link the complex permittivity with changes
in the resonator parameters, thus accounting explicitly for
reconfiguration of electric fields around the sample as the
permittivity changes. In the case of water, the values of its
complex permittivity as a function of temperature have been
calculated from [26] and used as reference for comparison
with the measured and corrected results.
The random errors of ± 0.1% for permittivity ε in Table III
arise as a result of the random errors in the resonator para-
meters (also shown in Table III), estimated from repeated
measurements of the same sample within the same capillary.
The differences of the magnitude of the complex permittivity
values |ε|, which are calculated from the measured (uncor-
rected) results, vary from 2.6% to 11.4% compared to the
expected values, depending on the temperature. In the case of
the corrected results, these differences reduce to around 0.5%,
as illustrated in Table III. The same procedure was repeated
for the chloroform sample.
There are no reliable, published data for the complex
permittivity of chloroform as a function of temperature and
frequency. For this reason, it was measured as a func-
tion of temperature in separate perturbation experiments
using a cylindrical microwave cavity [12], [27]. The com-
plex permittivity of chloroform was measured over the
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TABLE III
COMPARISON BETWEEN CALCULATED AND MEASURED VALUES OF SOLVENTS COMPLEX PERMITTIVITY BEFORE AND AFTER
CORRECTION OF WATER AND RELATIVE ERROR
TABLE IV
COMPARISON BETWEEN CALCULATED AND MEASURED VALUES OF SOLVENTS COMPLEX PERMITTIVITY BEFORE AND AFTER
CORRECTION OF CHLOROFORM AND RELATIVE ERROR
temperature range 23 °C–35 °C using the two resonant fre-
quencies of the TM010 and TM020 modes of the cylindrical
cavity (at 2.5 and 5.7 GHz, respectively) placed within the
oven. The former resonant frequency is very close to the DMS
resonant frequency of 2.51 GHz. The temperature-dependent
complex permittivity data for chloroform are plotted as a
function of temperature in Fig. 12. The error for chloroform
reduces from the range of 3.1%–8.5% for the uncorrected
results, to around 0.3% for the corrected results. The corre-
sponding calculations of the complex permittivity of water and
chloroform before and after the correction are illustrated in
Tables III and IV, respectively.
However, due to the interaction between the two channels
(the reference and sensing channel) there is some variation in
the resonant frequency and the quality factor of the reference
channel (port 2) owing to the presence of the liquid in the
sample resonator at the same temperature, as shown in Fig. 7.
This design of the two resonators with the common input is
similar to a duplexer structure, where some EM interaction
between the two channels is inevitable [24], [28]. The variation
in the reference frequency due to the presence of different
liquids at 25 °C is 20 KHz in the case of the chloroform and
40 kHz in case of water. These small shifts in the resonant
frequency and the quality factor of the reference channel may
produce some error in the extracting the relative permittivity of
the liquid sample. To solve this problem, and to make the mea-
surement even more accurate, two modifications can be added.
First, the feed method of the two channels can be changed
to a T-junction in order to increase the distance between
them and consequently decrease the interaction between their
electromagnetic fields. Second, the difference between the
resonant frequencies of the two resonators can be increased
to reduce the interaction. These options will be investigated in
the next generation of the DMS sensor.
V. CONCLUSION
This paper proposes a new type of microwave microfluidic
sensor with two modes, based on a half wavelength microstrip
resonator. One of these is used to measure the dielectric
properties of a liquid, while the other is used to correct for any
changes in ambient temperature. Such temperature changes
affect both the dielectric properties of the liquid and the
geometrical and electrical properties of the host resonator, so
they have to carefully decoupled. This is what our dual mode
resonator provides. A temperature sweep from 23 °C to 35 °C
was conducted to verify the sensor performance. Two polar
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liquids (water and chloroform) were tested using the sensor
with varying temperature to show the effects of temperature
on the measurements and how these can be calibrated using
the reference resonator. It is clear that when measuring lower
loss liquids such as chloroform, a correction procedure like
that permitted by our sensor is absolutely necessary for reliable
permittivity measurement. Even when measuring water, where
the dielectric properties of the liquid dominate the temperature
dependence, systematic errors of more than 10% will be intro-
duced when ignoring the effects of the host resonator. Finally,
we note that our sensor can be redesigned to measure the
permittivity of two liquids or more by adding more microstrip
branches, which opens up the ability to monitor simultaneously
the permittivity of several liquids with temperature.
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